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SOLUTION CHANGE Alcohol (9/210L) ‘

g.18p4----- Flow Rate({L/M) 136, ¢

WHITEHALL VILLAGE

POLICE DEPT. ST SRR S S NON S— i
DATAMASTER dmt: 113806
Date: 01/02/2023 Sokd .
OPERATOR NAME : VLT | DOVRIG. S i o
DAVID F BUXTON '
Permit #: 33398 - k.
Operator Agency/Dept: WHITEHALL VILL. P.D. Bl — P
Reference Standard #: 22390
0,0 1.t
Nominal = 0.10 g/210L |
| 1] 113
BLANK TEST 0.00 09:38 i
INTERNAL STANDARD VERIFIED 09:38 L s
REFERENCE STANDARD TEMP 33 .99c
REFERENCE STANDARD 0.10 Dg9:39
BLANK TEST 0.00 09:40 T 0 O T S - 4.0
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10 09:40 o
BLANK TEST 0.00 09:41 T o
REFERENCE STANDARD TEMP 33 .99¢ Quagrm—— 1T B Eilaaa |=
REFERENCE STANDARD 0.10 09:41 | Alcohol (§/210L) | |
BLANK TEST 0.00 09:42 0.18f-{----- Flow Rate (L/M) | b - 26,0
0,16 32.0
0.14}- 28.0
e — 0.0
16.0
1.2
2.0
e e : 4.0
| 0,0
0 10 A% L] 20 28 30 -
0.20 ; ; i : 40.0
—— Alcohol (g/210L)
018l == Flow Rate(L/M} ! - 360
0.16}- % ERER
0.14 28.C
L3 R s, SRS e - e g . w34 0
| T it -
0,08 16.0
0.06 = g0
0.04 ]
g.02 4.t
0.00 ~ n.0

15 20 25 30




